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Biosensors  have  successfully  demonstrated  the  capability 
to  detect  multiple  pathogens  simultaneously  at  very  low 
levels.  Miniaturization  of  biosensors  is  essential  for  use 
in  the  field  or  at  the  point  of  care.  While  microfluidic 
systems  reduce  the  footprint  for  biochemical  processing 
devices  and  electronic  components  are  continually  be¬ 
coming  smaller,  optical  components  suitable  for  integra¬ 
tion-such  as  LEDs  and  CMOS  chips-are  generally  still  too 
expensive  for  disposable  components.  This  paper  de¬ 
scribes  the  integration  of  polymer  diodes  onto  a  biosensor 
chip  to  create  a  disposable  device  that  includes  both  the 
detector  and  the  sensing  siuface  coated  with  immobilized 
capture  antibody.  We  performed  a  chemiluminescence 
immunoassay  on  the  OPD  substrate  and  measured  the 
results  using  a  hand-held  reader  attached  to  a  laptop 
computer.  The  miniaturized  biosensor  with  the  disposable 
slide  including  the  organic  photodiode  detected  Staphy¬ 
lococcal  enterotoxin  B  at  concentrations  as  low  as  0.5 
ng/mL. 

Next  generation  point-of-use  testing  requires  compact  systems 
that  demonstrate  a  performance  comparable  to  laboratory  tests 
when  operated  by  users  without  technical  backgrounds.  Future 
systems  must  be  portable,  automated,  and  sufficiently  sensitive 
for  the  application.  Ideally,  measurements  will  be  quantitative,  and 
multiple  targets  will  be  detected  simultaneously.  Laboratory-on- 
a-chip  (LOG)  biosensors  can  be  designed  to  satisfy  these  require¬ 
ments.^  Though  the  requirements  are  well-appreciated,  the 
inclusion  of  LOG  concepts  into  commercial  biosensors  has  been 
slow,  in  particular  because  of  limitations  on  the  integration  of 
optical  and  fluidic  components.^  While  many  current  optical  LOG 
biosensors  employ  microfluidics  to  miniaturize  the  sample  pro¬ 
cessing  and  assay  steps,  external  optical  devices  are  typically  used 
to  interrogate  the  chip.  Such  external  devices  add  substantial  size, 
complexity,  and  cost  to  the  detection  system.  Until  detection  is 
no  longer  accomplished  via  large,  off-chip  components  such  as 
PMTs,  GGDs,  and  confocal  scanners,  a  technology  paradigm  shift 
from  the  current  “chip-in-a-lab”  to  a  truly  mobile  “lab-on-a-chip” 
will  not  occur.  Ideally,  LOG  optical  detection  systems  will  provide 
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rapid,  sensitive,  reliable  results  and  employ  readout  instrumenta¬ 
tion  directly  on  a  disposable  chip. 

A  variety  of  optical  readout  methods  are  currently  employed 
in  biosensor  technologies,  including  those  based  on  fluorescence, 
chemiluminescence  (GL),  and  absorption.^  For  LOG  applications, 
chemiluminescence  is  an  ideal  detection  method  because  of  its 
inherent  sensitivity  and  simplicity.  In  contrast  to  fluorescence- 
based  sensors  that  require  a  light  source  to  excite  the  sample,  as 
well  as  detectors  and  emission  filters,  the  only  necessary  com¬ 
ponents  for  chemiluminescence  are  detectors  to  measure  the 
emitted  photons  generated  during  the  GL  reaction.^  This  reduced 
instrumentation  requirement  greatly  decreases  the  cost  and 
complexity  of  the  detection  system. 

Potential  detectors  for  optical  sensors  include  GMOS  chips, 
silicone  photodiode  arrays,  and  organic  photodiodes.  The  optimal 
detection  system  must  be  small  in  size  and  located  on-chip.  Large, 
off-chip  readout  methods  that  require  long  working  distances  and 
include  lenses  often  demonstrate  high  optical  losses  and  de¬ 
creased  signal-to-noise  ratios,  rendering  them  unsuitable  for  many 
applications.  GMOS  chips®’®  and  silicon  photodiode  arrays^  are 
capable  of  providing  reasonable  sensitivity  for  detection  of  low 
analyte  concentrations  but  are  too  expensive  and  complicated  to 
fabricate  as  an  integral  part  of  a  disposable  sensor.®'®  Organic 
photodiodes  (OPDs),  in  comparison,  offer  the  best  potential  for 
future  LOG  technology,  as  they  are  inexpensive,^®’'^^  are  easily 
fabricated,  have  a  large  dynamic  range,®’^^’^®  and  are  highly 
sensitive.^’^^’'^®  The  combination  of  simple  low-cost  fabrication 
methods,  including  spin-coating,  inkjet  printing,  and  spray-coating, 
and  the  availability  of  diverse  substrate  materials,  such  as  glass 
or  flexible  plastic,  represent  key  advantages  of  organic  semicon- 
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ductor  detectors  over  their  silicon-based  counterparts.  In  addition, 
from  an  instrumentation  requirement  perspective,  expensive 
cameras  or  high  precision  scanning  stages,  along  with  the  systems 
needed  to  align  the  sensing  surface  and  detector  are  no  longer 
necessary,  as  the  readout  can  be  fully  integrated  with  the  sensor 
surface.  Also,  the  short  optical  pathway  associated  with  integrated 
OPDs  minimizes  the  loss  of  optical  signal  and  allows  for  highly 
sensitive  detection  measurements,  even  without  collection  lenses. 

Efficient  OPD  photodetection  is  dependent  upon  on  high 
photon  collection  efficiency  combined  with  photosensors  that  have 
low  dark  currents  and  high  quantum  efficiency.®’'^®  Current 
technology  allows  OPDs  to  be  fabricated  with  quantum  efficiencies 
of  over  50%  and  dark  current  densities  of  <10  nA/cm^  in  the 
visible  spectrum.'®’'''’'®  Sensors  for  touch  and  luminescence  have 
been  reported  that  incorporate  organic  photodiodes.  Biirgi  et  al. 
(2005)  reported  a  proximity  sensor  based  on  the  integration  of 
polymer  LEDs  and  OPDs  on  a  single  substrate.'®  DeMeUo’s  group 
reported  the  use  of  OPDs  as  detectors  for  chemiluminescence; 
the  chemiluminescence  sensors  could  detect  hydrogen  peroxide 
in  solution  to  10  with  a  linearity  over  three  decades.'’"’'^ 

Using  a  layer-by-layer  printing  process,  we  have  prepared 
OPDs  on  one  side  of  a  microscope  slide.  For  protection  against 
oxygen  and  moisture,  the  sensitive  pixel  areas  were  encapsulated 
with  a  customized  oxygen  barrier  foil.  Previous  studies  showed 
that  these  OPDs  could  efficiently  detect  light  for  a  distance  of 
about  2  mm  with  a  photoresponse  capability  spanning  6  orders 
of  magnitude.'®  The  signal  detection  limit  was  determined  to  be 
450  fW/mm®.  Quantum  efficiencies  at  532  nm,  shunt  resistance, 
and  noise-equivalent  power  were  comparable  to  silicon  photo¬ 
diodes,  but  the  risetime  was  slower  (ms  for  OPDs  compared 
to  ns  for  silicon  photodiodes).  However,  for  most  biosensor 
application,  microsecond  response  times  are  quite  sufficient. 
These  OPDs  were  able  to  detect  the  signal  from  horseradish 
peroxidase  spotted  on  to  the  surface  above  them  at  concentra¬ 
tions  as  low  as  2  X  10®  molecules/mm®. 

Here  we  report  the  first  application  of  organic  photodiodes  in 
a  biosensor  for  detection  of  a  biological  target.  We  have  fabricated 
OPDs  on  glass  slides  with  an  active  area  of  4  x  4  mm  and  a 
quantum  efficiency  of  50-60%  at  532  nm.  An  accompanying 
portable  hand-held  device  that  can  be  plugged  into  any  computer 
was  developed  for  readout  of  the  OPD  signal.  The  combination 
of  compact  hand-held  electronics  and  organic  photodiodes  de¬ 
tected  photocurrents  of  less  than  1  pW/mm^.  Using  this  system, 
sandwich  immunoassays  were  performed  on  the  OPD  substrate 
for  detection  of  Staphylococcal  enterotoxin  B  (SEB).  Results 
demonstrated  detection  sensitivities  better  than  typical  ELISA- 
based  laboratory  tests  and  comparable  to  sensitivities  reported 
using  biosensors  with  CCD-  and  PMT-based  detection. 
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EXPERIMENTAL  SECTION 

Organic  Photodiode  Sensors.  Organic  photodiode  sensors 
were  produced  in  a  dedicated  fabrication  facility.  First,  the 
structure  of  the  transparent  bottom  ITO-electrode  on  0.7  mm  thick 
glass  sheets  was  generated  in  a  standard  wet-chemistry  etching 
procedure.  Next,  a  ~100  nm  diameter  hole-conduction  layer  of 
poly(3,4-ethylene-dioxythiophene):polystyrene  sulfonate  (PEDOT: 
PSS)  was  deposited  onto  the  transparent  electrode  using  ink¬ 
jet  printing.  The  PEDOTPSS  was  then  annealed  to  remove 
trapped  water  vapor.  Ink  jetting  and  spin  coating,  respectively, 
were  used  to  deposit  active  layers  of  poly(3-hexylthiophene) 
(PSHTI)  andl-(3-methoxycarbonyl)-propyl-l-phenyl-(6,6)C61  (PCBM) 
over  the  PEDOTPSS.  The  layers  were  then  annealed  to  improve 
the  blend  film  morphology.  The  top  electrode  layer  was  formed 
by  vacuum  deposition  of  ~100  nm  of  aluminum  through  a  shadow 
mask.  The  4x4  mm  active  area  of  the  pixel  was  defined  by  the 
spatial  overlap  of  the  ITO  and  Al  electrode.  After  annealing,  the 
photodiodes  were  encapsulated  with  a  customized  single-sided 
pressure-sensitive  oxygen  barrier  foil.  Finally,  in  a  semiautomated 
dicing  process,  individual  slides  were  fabricated  to  25.5  x  75.5 
mm,  the  size  of  standard  microscope  slides.  Following  fabrication, 
the  photodiodes  were  characterized  optoelectronically  using  an 
in-house  testing  platform.  Using  this  platform,  the  sensitivity, 
quantum  efficiency,  dark  current,  linear  range,  and  transient 
behavior  of  the  sensors  were  determined.  Sensors  were  labeled 
with  a  barcode  for  future  identification. 

OPD  Controller.  Electronics  were  optimized  for  the  readout 
of  the  organic  photodiodes  at  small  reverse-bias  voltages  (0  to 
100  mV)  to  achieve  very  low  dark  currents  (low  pA  range)  and 
low  noise  (~  10  fA) ,  resulting  in  very  low  limits  of  detection.  For 
power-supply  and  communication  with  a  laptop,  PC,  or  PDA,  the 
controller  was  equipped  with  a  USB-mini  standard  interface.  A 
simple  press  and  release  mechanism  in  the  controller  allowed  for 
placement  of  the  sensor  using  elastomeric  connector  pads. 

A  software  package  was  developed  in  LabView  (National 
Instruments,  developer  Suite  8.5).  Included  in  the  package  was 
an  installer  for  Microsoft  Windows  XP,  drivers,  and  configuration 
files  for  data  readout  and  analysis.  The  user  interface  allowed  for 
sensor  barcode  entiy  which  automatically  calibrated  the  controller 
with  the  sensor  data  acquired  during  initial  testing.  In  addition, 
the  software  was  designed  to  allow  the  operator  to  display  the 
photocurrent  in  real  time  and  customize  the  controller  settings 
such  as  signal  integration  time  and  sensitivity  level  to  match  the 
requirements  of  the  assay. 

Fabrication  of  PDMS  Reservoirs.  Poly  (methylmethacrylate) 
(PMMA)  molds  to  be  used  as  templates  for  poly(dimethylsiloxane) 
(PDMS)  reservoirs  were  milled  using  a  numerically  controlled 
milling  machine  (Techno  Isel).  PDMS  reservoirs  were  made  from 
NuSil  MED-4011  silicone  elastomer  (NuSil  Silicone  Technology) 
as  described  in  detail  by  Golden  et  al.'®  with  the  exception  that 
reservoirs  in  the  current  work  contained  a  1  mL  capacity  single 
chamber  versus  12-  or  15-well  reservoirs  as  utilized  in  the  previous 
work. 

Optimization  of  Enzyme  Concentration.  The  horseradish 
peroxidase  (HRP)  concentration  was  optimized  using  both  cov- 
erslips  and  on-slide  OPD  immunoassays.  Coverslips  and  slides 
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(with  OPDs  on  opposite  side)  were  cleaned  with  a  10%  (w/v) 
potassium  hydroxide  (KOH) /methanol  (MeOH)  solution  for  1  h, 
rinsed  with  dH20  and  dried  using  an  air  stream.  Coverslips  and 
slides  were  then  treated  with  a  2%  3-aminopropyltrimethoxysi- 
lane  (Gelest)  solution  in  MeOH  under  nitrogen  for  1  h,  rinsed 
with  MeOH,  then  dried  using  an  air  stream.  Finally,  coverslips 
and  slides  were  coated  with  50  mM  EZ  link  N-hydroxysuccin- 
imide-biotin  (Pierce  Scientific)  for  1  h,  rinsed  with  dH20  and 
stored  in  PBS  at  4  °C  until  required. 

For  optimization  experiments,  coverslips  and  slides  were 
blocked  with  Enhanced  Chemiluminescence  (ECL)  Advance 
blocking  agent  (GE  Healthcare)  for  30  min  and  rinsed  with 
phosphate  buffered  saline,  0.1%  Tween  20, 1  mg/mL  bovine  serum 
albumin,  pH  7.4  (PBSTB) .  Coverslips  and  slides  were  then  treated 
with  a  series  of  NeutrAvidin  (NA)-HRP  (Thermo  Scientific) 
dilutions  ranging  from  1:100  to  1:10,000  for  1  h,  rinsed  with 
PBSTB,  dH20,  and  dried  using  an  air  stream.  Coverslips  and 
shdes  were  then  placed  in  the  controller,  and  measurements 
were  taken  as  described  in  the  immunoassay  sections  below. 

Biotinylated  Antibody  Preparation.  A  monoclonal  antibody 
against  SEB  (clone  2B,  BioVeris)  was  labeled  with  EZ-link  NHS- 
LC-Biotin  at  a  5:1  molar  ratio  according  to  the  manufacturer’s 
instructions  (Pierce  Scientific).  The  labeled  antibodies  were 
separated  from  free  biotin  on  a  BioGel  P-10  column  (Bio-Rad) 
equilibrated  with  PBS.  Absorbance  at  280  nm  was  used  to 
determine  antibody  concentration. 

Immunoassays  on  Coverslips.  Coverslips  (22  x  22  mm, 
Daigger)  were  prepared  as  described  by  Golden  et  al.,'^®  with  the 
exception  that  all  steps  were  performed  in  mini-Coplin  jars  up  to 
the  point  of  HRP  substrate  addition.  Briefly,  coverslips  were 
cleaned  with  a  10%  (w/v)  potassium  hydroxide  (KOH) /methanol 
(MeOH)  solution,  rinsed  with  dH20,  and  dried  using  an  air 
stream.  Covershps  were  then  treated  with  a  2%  3-mercaptopro- 
pyltrimethoxysilane  (Fluka  Chemical)  solution  in  MeOH.  Slips 
were  rinsed  with  MeOH  and  incubated  with  the  heterobifunc¬ 
tional  cross-linker //-[y-maleimidobutyryloxyjsuccinimide  ester, 

1  mM  (Fluka  Chemical)  in  absolute  ethanol.  Finally  coverslips 
were  rinsed  with  dH20  and  incubated  with  30  ug/mL  NeutrA¬ 
vidin  (Pierce  Scientific)  in  PBS  at  4  °C  overnight.  After  rinsing 
with  PBS,  the  coverslips  were  kept  at  4  °C  until  required. 

For  assays,  NeutrAvidin-coated  coverslips  were  incubated  with 
10  fig/vnL  biotinylated  a-SEB  antibody  (clone  2B,  BioVeris)  for 

2  h  at  room  temperature  and  then  rinsed  with  PBS.  Coverslips 
were  blocked  with  ECL  Advance  blocking  agent  for  30  min  and 
rinsed  with  PBSTB.  Coverslips  were  then  incubated  with  the 
appropriate  concentration  of  SEB  (Toxin  Technology)  for  10  min, 
rinsed  with  PBSTB,  and  incubated  with  a  1:400  dilution  of 
horseradish  peroxidase-conjugated  a-SEB  antibody  (a-SEB-HRP) 
(Toxin  Technology).  Coverslips  were  rinsed  with  PBSTB,  dried 
using  an  air  stream,  and  attached  to  the  unmodified  sensor  surface 
opposing  the  photodiode  using  glycerol  as  a  refractive  index 
matching  solution.  Following  insertion  into  the  OPD  controller, 
baseline  measurements  were  taken.  Equal  volumes  of  Lumingen 
TMA-6  Solutions  A  and  B  (substrate)  were  mked  according  to 
the  manufacturer’s  instructions  (Echemiluminescence  Advance 
Western  Blotting  Detection  Kit;  GE  Healthcare)  and  200  uL  was 
added  directly  to  the  coverslip  through  a  port  in  the  cover  of  the 
controller.  Measurements  were  then  taken  for  at  least  200  s  post¬ 


substrate  addition.  All  readings  utilized  controller  settings  of 
medium  sensitivity  and  a  500  ms  integration  time.  For  the 
purposes  of  generating  a  standard  curve,  the  normalized  signal 
corresponded  to  the  peak  signal  taken  within  60  s  post-substrate 
addition  minus  baseline,  defined  as  the  stable  signal  interval 
obtained  just  prior  to  addition  of  the  substrate. 

Immunoassays  on  OPD  Sensors.  Immobilization  and  assay 
steps  were  identical  between  experiments  utilizing  coverslips  and 
OPD  slides  with  the  exception  that  PDMS  reservoirs  rather  than 
mini-Coplin  jars  were  used  for  preparation  of  the  slides.  PDMS 
reservoirs  (1  mL  capacity)  were  attached  to  the  slides  using  milled 
PMMA  chucks  to  confine  reagents  to  the  surface  opposite,  and 
directly  superior  to,  the  photodiode.  Following  incubation  with  a 
1:700  dilution  of  a-SEB-HRP,  slides  were  rinsed  with  PBSTB,  dried 
using  an  air  stream,  fitted  with  an  adhesive  opaque  microfluidic 
flow  chamber  (Ibid!  Integrated  Biodiagnostics) ,  and  inserted  into 
the  controller.  Substrate  (200  uL)  was  then  added  through  the 
port  in  the  lid  of  the  reader,  and  the  resulting  signal  was  taken 
from  60—70  s  (20  data  points)  post-substrate  addition.  Normalized 
signal  corresponded  to  the  absolute  signal  minus  baseline.  The 
baseline  was  defined  as  the  stable  10  s  (20  data  points)  signal 
interval  obtained  just  prior  to  addition  of  the  substrate. 

RESULTS  AND  DISCUSSION 

The  optoelectronic  detection  system  was  composed  of  two 
principal  components:  a  disposable  biosensing  element  and  a  hand¬ 
held  controller  (Figure  1,  panels  A  and  B) .  The  disposable  sensor 
element  had  the  dimensions  of  a  traditional  glass  microscope  slide 
(25.5  mm  x  75.5  mm)  and  contained  a  printed  organic  photodiode 
with  associated  electrodes  for  transmission  of  the  electronic  signal 
to  the  controller.  A  USB  interface  connected  the  controller  to  a 
PC  computer  installed  with  the  integration  software.  OPDs  are 
inexpensive,  and  the  Nanoldent  fabrication  capabilities  enabled 
batch  production  of  500-700  sensors  per  week  with  various 
predetermined  photodiode  geometries.  The  OPDs  were  located 
on  the  opposite  side  of  a  glass  surface  that  could  be  pre-coated 
with  specific  antibodies  of  interest  or  generic  capture  molecules 
for  future  use. 

The  hand-held  controller  measured  17.1  cm  x  7.8  cm  x  3.8  cm 
and  weighed  less  than  215  g.  It  consisted  of  an  internal  alignment 
chamber  that  utilized  a  cantilever  to  hold  the  sensing  slide 
stationary  and  a  hard  plastic  outer  casing  that  shielded  the  internal 
controller  components  from  light  and  dust.  Because  of  the  nature 
of  the  readout  method,  shielding  from  ambient  light  was  extremely 
important.  A  small  1.6  mm  port  in  the  lid  of  the  casing  was  used 
to  deliver  substrate  reagents  during  the  assay.  In  addition,  an 
opaque  microfluidic  chamber  was  attached  to  the  sensing  slide 
prior  to  reading.  The  integration  software  proved  to  be  versatile 
and  user-friendly,  having  options  for  the  display  type,  user  entry 
assay  description,  signal  integration  time,  and  desired  sensitivity. 
Assay  data  and  descriptions  were  stored  as  txt  files  and  analyzed 
in  a  generic  spreadsheet  such  as  Microsoft  Excel. 

To  determine  the  capabilities  of  the  OPD  LOG  system,  the 
performance  of  the  organic  photodiodes  was  investigated  using  a 
Nanoldent  in-house  testing  system  (Table  1).  Following  charac¬ 
terization  of  the  OPDs,  the  detection  potential  of  the  system  for 
a  biological  agent  was  investigated.  For  these  experiments,  SEB 
was  selected  as  the  target.  We  have  previously  demonstrated 
detection  of  SEB  using  the  same  anti-SEB  antibody  in  three  other 
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Figure  1 .  Components  of  the  OPD  biosensor.(A)  Glass  sensor  slide  containing  a  centrally  located  printed  OPD  and  the  associated  electrodes. (B) 
The  hand-held  controller  that  can  be  connected  to  any  computer  using  a  USB  interface. 


Table  1.  OPD  Sensor  Performance  Characteristics 


parameter 

comment 

units 

value 

sensitivity  (S) 

X  —  532  nm 

A/W 

0.25 

photocurrent  drift  (A/p,  5  mm) 

((/p.Max  -  /p,Mm))/(mean(/p))  within  5  min 

% 

0.05 

dark-current-density  (ii) 

@  0— lOOmV  reverse  bias  voltage 

A/mrr? 

1-10  X  10-12 

dark-current-density  noise  {n(ii)) 

@  0— lOOmV  reverse  bias  voltage 

A/rarr? 

10-150  X  10-: 

estimated  Limit  of  Detection  (LOD) 

(3w(fi))/(S) 

W/mm^ 

10-12-10-12 

biosensors,  allowing  for  the  direct  comparison  to  data  obtained 
using  the  OPD  biosensor  to  that  produced  using  commercially 
available  systems.  Because  the  electronic  components  of  the  OPD 
sensor  (photodiode  and  electrodes)  are  on  the  bottom  surface  of 
the  slide,  all  attachment  and  assay  chemistry  steps  are  performed 
on  the  opposite  surface.  After  toxin  capture  and  incubation  with 
the  HRP-conjugated  tracer  antibody,  the  chemiluminescent  signal 
generated  upon  the  addition  of  substrate  is  detected  by  the 
photodiode  and  relayed  by  the  controller  to  the  computer. 

During  sensor  preparation,  reasonable  care  was  necessary  to 
minimize  exposure  of  the  sensor  electronic  components  to 
damaging  solvents  or  reagents.  Initially,  we  utilized  22  x  22  mm 
coverslips  as  a  surrogate  surface  on  which  all  the  chemistry  steps 
were  performed.  This  coverslip  approach  not  only  avoided  expos¬ 
ing  the  OPD  to  solvent,  but  also  permitted  the  use  of  a  single 
OPD  with  multiple  coverslips.  This  reutilization  reduced  labor  and 
expense  at  the  initial  testing  stage,  permitting  batch  preparation 
of  antibody  coatings,  and  eliminated  potential  variation  in  results 
due  to  any  sensitivity  differences  among  the  OPDs.  Coverslips 
were  used  only  during  this  initial  optimization  stage  and  were  not 
intended  for  use  in  the  final  version  of  the  assay. 

Prior  to  running  SEB  detection  assays  on  the  coverslips,  the 
HRP  concentration  was  optimized.  Coverslips  coated  with  im¬ 
mobilized  biotin  were  exposed  to  a  broad  range  of  NeutrAvidin 
(NA)-HRP  concentrations  ranging  from  1:100-1:10,000.  These 
dilutions  corresponded  to  HRP  concentrations  ranging  from  10 
,Mg/mL  to  100  ng/mL  and  an  activity  of  1.77  U/mL  to  0.0177 
U/mL,  respectively.  From  these  experiments,  a  1:400  dilution  was 
found  to  be  optimal  in  terms  of  maximizing  sensitivity  and 
minimizing  the  background  of  the  assay  using  coverslips  (data 
not  shown).  Detection  of  a  colorimetric  product  following  the 
addition  of  3,3',  5,5'-tetramethylbenzidine  (TMB)  substrate  to  the 


coverslips  verified  the  HRP  activity  in  the  titration  experiments 
(data  not  shown) . 

SEB  sandwich  immunoassays  were  then  performed.  Coverslips 
coated  with  biotinylated  a-SEB  capture  antibody  were  first 
exposed  to  various  concentrations  of  SEB,  ranging  from  0  ng/ 
mL  to  10  ng/mL,  and  then  to  a-SEB-HRP  tracer  antibody  at  a 
1:400  dilution.  Following  addition  of  the  a-SEB-HRP  antibody,  each 
coverslip  was  mounted  to  the  sensor  surface  opposite  the  OPD 
using  a  refractive  index  matching  solution  (glycerol).  'The  sensor/ 
coverslip  combination  was  then  inserted  into  the  controller,  and 
baseline  readings  were  taken.  Baseline  was  defined  as  the  mean 
signal  intensity  prior  to  the  addition  of  substrate.  Following 
substrate  addition,  there  was  a  characteristic  brief  spike  in  signal 
intensity  followed  by  a  lower  steady  signal  persisting  for  at  least 
200  s  (Figure  2) .  From  these  experiments,  a  standard  curve  was 
generated,  and  the  detection  limit  for  SEB  was  determined  to  be 
approximately  0. 1  ng/ mL  (Figure  3) .  Values  for  the  standard  curve 
were  obtained  by  subtracting  baseline  signal  prior  to  substrate 
addition  from  the  steady-state  signal  obtained  within  60  s  after 
the  addition  of  substrate. 

To  improve  the  detection  limit  and  to  increase  signal  levels 
beyond  those  obtained  using  the  coverslip  approach,  antibodies 
were  immobilized  directly  on  the  slide.  We  refer  to  this  method 
as  the  on-slide  approach.  Immobilization  procedures  were  re¬ 
stricted  to  the  surface  opposite  the  OPD  to  avoid  exposing  the 
OPD  to  potentially  damaging  solvents.  To  accomplish  this,  a 
single-use  poly(dimethylsiloxane)  (PDMS)  elastomer  reservoir 
was  designed  that  could  he  placed  over  the  sensing  surface 
directly  above  the  OPD.  The  PDMS  reservoir  was  held  in  place 
on  the  slide  using  a  PMMA  chuck  and  contained  the  fluids  and 
reagents  throughout  the  assay  (Figure  4) .  As  with  the  coverslip 
experiments,  the  antibody-HRP  concentration  was  optimized.  In 
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Time  (seconds) 


Figure  2.  Chemiluminescent  reaction  on  coverslips  generates  a  detectable  signal.  Coverslips  were  coated  with  a-SEB  capture  antibody,  exposed 
to  varying  concentrations  of  SEB  ranging  from  0  ng/mL  to  1 0  ng/mL,  and  followed  by  HRP-coupled  a-SEB  antibody  at  a  1 :400  dilution.  Substrate 
was  added  ~20  s  into  the  reading.  Plot  is  representative  of  three  experiments  using  an  SEB  concentration  of  5  ng/mL. 


SEB  Concentration  (ng/mL) 


Figure  3.  Dose-response  curve  for  SEB  detection  on  coverslips.  Coverslips  were  coated  with  NeutrAvidin,  then  biotinylated  a-SEB  capture 
antibody  was  immobilized  on  the  surface.  Coverslips  were  exposed  to  varying  concentrations  of  SEB  for  10  min  followed  by  a-SEB-HRP  antibody 
at  a  1 :400  dilution.  Coverslips  were  mounted  to  the  sensor,  inserted  into  the  reader,  and  readings  were  taken  as  described  in  the  Experimental 
Section.  Each  data  point  represents  the  mean  of  3-5  independent  measurements.  The  horizontal  dashed  line  represents  the  limit  of  detection 
(LCD)  as  defined  as  the  equivalent  of  3x  the  standard  deviation  of  the  signal  obtained  with  0  ng/mL  SEB. 


this  case,  a  1:700  dilution  was  found  to  be  optimal  for  assays  in 
which  chemistry  was  performed  directly  on  the  OPD  slide  (data 
not  shown) . 

To  detect  SEB,  the  OPD  slides  were  coated  with  biotinylated 
a-SEB  antibodies,  exposed  to  various  concentrations  of  SEB  (0-50 
ng/mL),  and  incubated  with  a-SEB-HRP  tracer  antibodies.  Sensors 
were  then  fitted  with  an  opaque  microfluidic  chamber  and  placed 
into  the  OPD  controller  for  reading  (Figure  IB  and  Figure  4). 
For  the  purposes  of  generating  the  standard  curve,  a  10  s  time 
interval  from  60  to  70  s  after  the  addition  of  the  substrate  was 
used,  as  the  signal  was  stable  at  this  time  period.  This  10  s  interval 


included  20  individual  data  points  using  a  500  msec  integration 
time.  To  obtain  the  adjusted  signal,  the  baseline  signal  was 
subtracted  from  the  raw  60  s  signal.  A  representative  signal  plot 
for  5  ng/mL  SEB  is  shown  in  Figure  5.  The  dose-response  curve 
for  SEB  is  shown  in  Figure  6.  The  limit  of  detection,  designated 
as  the  lowest  concentration  of  SEB  tested  that  was  greater  than 
the  mean  of  the  no-SEB  samples  plus  3  SD,  was  approximately 
0.5  ng/mL 

Comparison  of  the  coverslip  and  on-slide  approaches  revealed 
several  differences  between  the  two  procedural  variants.  The 
photocurrents  generated  in  the  on-slide  assays  were  over  5-fold 
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Figure  4.  Accessories  for  SS  assays.  (A)  From  left  to  right:  Poly(methylmethacrylate)  (PMMA)  holder,  poly(dimethylsiloxane)  (PDMS)  reservoir, 
sensor  slide  containing  a  centrally  located  OPD  and  microfluidic  channel.  (B)  The  PMMA  holder  sandwiches  the  sensor  to  the  PDMS  reservoir 
to  confine  the  immobilization  and  assay  chemistry  to  the  surface  of  the  sensor  opposite  the  OPD.  Screws  are  hand-tightened  to  create  a  watertight 
seal. 


Time  (seconds) 

Figure  5.  Chemiluminescent  reaction  directly  on  the  sensor  generates  a  detectable  signal.  Slides  were  coated  with  a-SEB  capture  antibody, 
exposed  to  varying  concentrations  of  SEB  ranging  from  0  ng/mL  to  50  ng/mL,  and  incubated  with  an  FIRP-coupled  a-SEB  antibody  at  a  1 :700 
dilution.  Substrate  was  added  ~20  s  into  the  reading.  Plot  is  representative  of  five  experiments  using  an  SEB  concentration  of  5  ng/mL. 


greater  than  those  produced  in  the  coverslip  assays  as  SEB 
concentrations  rose  over  0.1  ng/mL.  These  enhanced  signals 
occurred  despite  a  larger  a-SEB-HRP  antibody  dilution  in  the  on- 
slide  assays  (1:700  vs  1:400),  suggesting  that  on-slide  assays 
provided  the  more  efficient  method  for  measuring  the  chemilu¬ 
minescent  signal.  The  increased  signal  for  the  on-slide  approach 
is  likely  due  to  the  shorter  path  distance  between  the  chemilu¬ 
minescent  reaction  and  the  OPDs.  Although  one  might  expect 


this  enhanced  photocurrent  to  increase  the  sensitivity,  this  was 
not  the  case.  While  higher  intensity  signals  were  observed  in  on- 
slide  assays,  the  standard  deviation  of  the  measurements  was  also 
larger.  This  in  turn  affected  our  LOD.  Experiments  with  coverslips 
may  have  demonstrated  decreased  standard  deviations  because 
(1)  a  single  OPD  was  used  for  multiple  readings  and  (2)  the 
coverslips  were  prepared  in  batches.  The  former  minimizes 
individual  sensor  variation  while  the  latter  ensures  preparation 
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Figure  6.  Dose-response  curve  for  SEB  detection  on  sensors.  Sensors  were  coated  with  NeutrAvidin,  and  biotinyiated  a-SEB  capture  antibody 
was  immobiiized  on  the  surface.  The  sensing  surfaces  were  exposed  to  varying  concentrations  of  SEB  for  10  min,  foiiowed  by  HRP-coupied 
a-SEB  antibody  at  a  1 :700  diiution.  Siides  were  fitted  with  opaque  microfiuidic  chambers,  inserted  into  the  reader,  and  read  as  previousiy 
described.  Each  data  point  represents  the  mean  of  3-5  independent  measurements.  The  horizontai  dashed  iine  represents  the  limit  of  detection 
(LOD)  as  defined  as  the  equivalent  of  3x  the  standard  deviation  of  the  signal  obtained  with  0  ng/mL  SEB. 


homogeneity.  If  the  deviation  can  be  reduced  for  the  on-slide 
assays,  this  approach  has  the  potential  to  detect  even  lower 
concentrations  of  the  target  analyte.  Despite  a  similar  LOD  for 
both  approaches,  the  on-slide  assay  is  more  desirable  in  that  it 
offers  the  possibility  of  quantitation  of  SEB  from  an  unknown 
sample.  The  signal  range  and  slope  of  the  standard  curve  for  the 
on-slide  OPD  sensor  experiments  was  larger  for  the  SEB  con¬ 
centrations  tested  (1  to  50  ng/ mL)  and  supports  the  potential  for 
quantitation  within  that  range. 

In  terms  of  biosensor  performance,  the  OPD  system  is 
comparable  to  other  antibody-based  systems  using  the  same 
reagents.  It  yields  results  similar  to  the  PMT-based  RAPTOR  fiber 
optic  biosensor  (Research  International)  in  terms  of  both  time 
and  sensitivity,  as  both  systems  are  able  to  detect  >0.5  ng/mL 
SEB  in  less  than  30  min.^°  In  comparing  the  OPD  system  to  the 
CCD-based  Array  Biosensor,  the  latter  was  able  to  achieve  slightly 
lower  detection  of  SEB  using  the  same  30  min  detection  period 
(0.1  ng/mL  vs  0.5  ng/mL,  respectively)  However,  an  impor¬ 
tant  consideration  in  evaluating  these  results  is  the  true  portability 
of  the  OPD  system.  While  the  RAPTOR  and  Array  Biosensor  are 
described  as  portable,  they  both  are  substantially  larger,  heavier, 
and  costlier  than  the  OPD  controller  and  thus  are  less  suitable 
for  point-of-use  applications.  While  platforms  such  as  the  Luminex 
flow  cytometer  are  able  to  detect  lower  levels  of  SEB  (50-100 
pg/mL),  such  systems  require  much  longer  incubation  times^® 
(up  to  2  h)  and  are  not  portable.  In  the  event  that  lower  detection 
limits  are  required,  sensitivity  may  also  be  enhanced  by  adjusting 
the  controller  settings  used  during  data  acquisition.  An  integration 
time  of  500  msec  and  a  medium  sensitivity  setting  were  used  for 
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both  coverslip  and  on-slide  assays.  Switching  the  controller  to  a 
longer  integration  time  and/ or  using  a  high  sensitivity  setting  may 
decrease  the  LOD.  In  addition,  the  incubation  protocol  could  be 
lengthened,  as  increases  in  incubation  time  such  as  those  used 
for  the  Luminex  have  been  shown  to  improve  sensitivity.  However, 
because  point-of-care  diagnostics  and  many  point-of-use  assays 
need  to  be  rapid,  lengthening  the  assay  time  may  not  be 
advantageous. 

CONCLUSION 

In  summary,  we  have  demonstrated  the  use  of  organic 
photodiodes  for  highly  sensitive  detection  of  a  toxin  using  a  hand¬ 
held  biosensor.  The  OPD  system  described  herein  is  rapid, 
portable,  and  robust.  The  OPDs  are  inexpensive  to  manufacture, 
and  the  instrumentation  is  hand-held,  versatile,  and  extremely 
user-friendly,  only  requiring  a  laptop  for  data  acquisition  and 
analysis.  While  the  disposable  component  utilized  in  these 
experiments  only  contained  a  single  photodiode,  the  technology 
can  be  converted  into  a  multiplex  format  by  printing  several 
photodiodes  on  a  single  substrate.^®  Such  an  array  configuration 
could  be  used  to  test  multiple  samples  for  several  targets 
simultaneously,  expanding  the  capabilities  and  utility  of  this 
detection  system. 
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